Background {#Sec1}
==========

Virtual colonoscopy (VC) or computed tomography colonography (CTC) is one of the most acceptable techniques for non-invasive screening of colon cancer \[[@CR1]--[@CR5]\]. Colon cancer is the second common cause of cancer death in the United States \[[@CR6]\], whereas the second cause of cancer death in Thailand is colon and rectum cancer \[[@CR7]\]. With the advances in medical imaging and computer technologies, CTC can simulate the colonoscopy screening for polyps from 3-Dimensional (3D) fly-through virtual colon surface reconstruction of the abdominal part of human \[[@CR8], [@CR9]\]. Although a colonoscopy is the gold standard for polyp screening \[[@CR5]\], but CTC is more preferable because of safety, cost and noninvasive procedure \[[@CR10]--[@CR12]\].

To enhance the ability of polyp detection while performing 3D fly-through in virtual colonoscopy, electronic cleansing (EC) \[[@CR13]--[@CR21]\] is used to remove the residual colonic materials in CTC data. The oral contrast agents \[[@CR22]\] are given to a patient to lighten the residual colonic materials, called fecal-tagging materials (FTM), in order to distinguish them from soft tissue (ST). For the accuracy of diagnosis of polyp screening from the radiologist, foods are limited and laxative is used to clear up the colonic lumen for clear images. However, the research \[[@CR23]\] on colonography without cathartic or laxative was conducted according to low acceptance rate of both optical and typical cathartic virtual colonoscopy \[[@CR24]\]. The results \[[@CR23]\] show that it can almost compete with conventional optical colonoscopy for detecting asymptomatic adults with adenomas ≥10 mm. In contrast, laxative-free CTC performance declines for smaller lesions \[[@CR23]\]. Moreover, there is no missing for colorectal cancer detection \[[@CR25]\] when both cathartic and oral contrast are used together. Eventaully, CTC data with both cathartic and oral contrast are still practical in many health care institutes, such as in Japan \[[@CR26]\], UW Health in USA \[[@CR27]\], University of California, San Francisco, in USA \[[@CR28]\], Bumrungrad International Hospital, Bangkok, in Thailand \[[@CR29]\], King Chulalongkorn Memorial hospital, Bangkok, in Thailand, etc.

Computed tomography (CT) attenuations of ST around FTM are irregularly higher than their regular range because of pseudo-enhancement (PEH) effect which is the effect of FTM. CT attenuations of PEH ST around FTM can be reduced by using PEH correction algorithms \[[@CR30]--[@CR32]\]. In general, these methods \[[@CR30]--[@CR32]\] approximate the PEH effect and then subtract it from CT attenuations of the FTM and their vicinity to obtain the PEH correction results.

For the artifact layer between air and FTM, it is called partial volume (PV) effect layer \[[@CR18]\] or AT layer \[[@CR13]\] which is the local nonlinear volume averaging of CT attenuations between two components. Wang et al. \[[@CR18]\] proposed the improved maximum a *posteriori* expectation-maximization (MAP-EM) image segmentation algorithm which approximates tissue mixture percentages in a voxel with statistical model parameters for tissue distribution. This method removes PV effect and prevents a chance of incomplete and overcomplete cleansing in EC. The structural response \[[@CR13]\] with rut and cup structures is used to preserve PEH ST voxels between FTM and submerged polyps or folds. The local roughness response \[[@CR13]\] is used to determine whether a voxel belongs to an AT or an ATT layer. An AT layer is an artifact between air and FTM, whereas an ATT layer is a thin ST layer between air and FTM. These layers are similar to each other by their gradient magnitudes and CT attenuations. The results of the structural analysis (SA) level set \[[@CR13]\] can preserve an ATT layer and thin folds between FTM, submerged folds and polyps. Alternatively, the boundary between tagged pool and ATT layers might be extracted using method from Chen et al. \[[@CR33]\]. Lee et al. \[[@CR15]\] integrated rut-shape structural response \[[@CR13]\] with material fraction model \[[@CR34]\] to preserve folds. CT attenuations of a layer between air and FTM and CT attenuations of an FTM region are replaced by CT attenuations of pure material of air. CT attenuations of a layer between ST and FTM are replaced by the result from integrating the rut-shape structural response \[[@CR13]\] into the material fraction model between ST and FTM. The results of Lee et al. \[[@CR15]\] show that their proposed method can preserve folds better than the existing method \[[@CR34]\] which is the material transition between two materials that is scaling and rotation invariant. Furthermore, other translation, scaling, rotation invariant features and noise suppression can be found in methods from Zhang et al. \[[@CR35]\] and Chen et al. \[[@CR36]\], respectively. Next, Serlie et al. \[[@CR20]\] proposed three-material fractions approximation from the scale-invariant three-material model to remove the artifacts at the T-junctions where air, ST, and FTM meet simultaneously. Later on, the barycentric coordinates of a triangle from three pairs of two material transitions is used to speed up the method of three-material fractions approximation \[[@CR20]\] by the proposed method from Lee et al. \[[@CR16]\]. The integration of linear combination of rut-shape structural response \[[@CR13]\] and three material fractions was proposed by Lee et al. \[[@CR16]\]. The results from this method \[[@CR16]\] contain no artifact at the junction of three materials and the folds can also be preserved.

Although, there are state-of-the-art methods \[[@CR13], [@CR15], [@CR16], [@CR18], [@CR20], [@CR34]\] that can solve several issues in EC recently, none of these methods can solve all of the issues as shown in Table [1](#Tab1){ref-type="table"}. Thus, the aim of this paper is to propose EC in CTC for patient preparation with both cathartic and oral contrast that can preserve PEH ST voxels and ATT layers and can remove AT layers and artifacts at T-junctions. Recently, there is no theoretical support on artifact removal at T-junction in the SA level set method \[[@CR13]\], and ATT layer preservation in other existing methods \[[@CR15], [@CR16]\]. Table 1Several issues were solved by the existing ECsPrevious workPEHPVET-junctionAT and ATTWang et al. \[[@CR18]\]-✓\--Serlie et al. \[[@CR34]\]-✓\--Serlie et al. \[[@CR20]\]-✓✓-Cai et al. \[[@CR13]\]✓✓-✓Lee et al. \[[@CR15]\]✓✓\--Lee et al. \[[@CR16]\]✓✓✓-

Methods {#Sec2}
=======

This paper proposes the EC method, *EC* ~*prop*~, in CTC. Three data sets of CTC images were used to evaluate the proposed method. The cleansing quality evaluation was performed by the abdominal radiologist. Moreover, the comparisons between results from *EC* ~*prop*~ and those from the commercial software and the another method which are the syngo.via Client 3.0 commercial Software from Siemens CT scanner and the fast three-material model \[[@CR16]\] were also performed by the radiologist.

CTC data {#Sec3}
--------

CTC data sets from Walter Reed Army Medical Center (WRAMC) and King Chulalongkorn Memorial Hospital were used as the test data, whereas, the training set is the CTC data set which was acquired from Philips CT scanner, Brilliance 64 model, with the same patient preparation as Pickhardt et al. \[[@CR37]\]. Each scan contains a set of approximately 600 slices of images size 512×512 pixels with the spatial resolution of approximately 0.66 mm. × 0.66 mm. × 0.7 mm, 197mA X-ray tube current, and a voltage of 120 kVp. Among these data sets, five cases (patients) of CTC data were randomly selected from WRAMC which could be downloaded from the National Institutes of Health that provides a CT colonography database with complete associated colonoscopy findings (imaging.nci.nih.gov) and ten cases of CTC data were randomly selected from King Chulalongkorn Memorial Hospital as the test data. Both prone and supine positions from CTC data sets were used for evaluation.

The proposed EC method {#Sec4}
----------------------

The proposed algorithm consists of the following processes: Remove the lung and bone volumes from CTC data.Detect colonic lumen.Detect ambiguous layers which are AT and ATT layers.Identify AT layers from ambiguous layers.Detect STT layers which are the boundaries between FTM and ST by removing AT layers from the boundaries of FTM.Approximate material fractions of three materials.Approximate gradient directional second derivative (GDSD).Integrate GDSD into material fraction model.Enhanace colonic wall.

### Lung and bone removal {#Sec5}

In order to detect colonic lumen, air and bones outside colonic lumen are needed to be removed because CT attenuations of air and FTM inside colonic lumen are similar to CT attenuations of air and bones outside colonic lumen. Thus, the lungs and bones must be detected and removed by using the following procedure: At the beginning, air is divided into two components. The first component is the air outside the body while the second component is the air inside the body. The location of the outside air can be detected using region growing on a binary image, where seed voxels are located at the image boundary. To obtain all voxels of outside air, the seed voxels grow to all voxels with CT attenuations less than −100 HU where −100 HU is the lowest CT attenuation of ST according to Table [2](#Tab2){ref-type="table"}. For all outside air voxels in a binary image, CT attenuations of voxels are changed to −100 HU as shown in Fig. [1](#Fig1){ref-type="fig"} [b](#Fig1){ref-type="fig"}. Fig. 1**a** the original CTC image. **b** the result from outside air removal. **c** the result from lung removal Table 2The observed standard CT attenuations of each material in HU \[[@CR13]\]ComponentMinimumMaximumlumen air-1000 HU-800 HUST-100 HU100 HUFTM200 HU1400 HUAT Layer-800 HU600 HUThe remaining inside air is further divided into two components which are air inside the lungs as the first component and air inside colonic lumen as the second component. To locate the lung locations, CTC data of a patient are divided into three segments. The first segment is the first 10 slides while the second segment is the last 10 slides. The numbers of inside air voxels with CT attenuations less than −100 HU in the first segment and the second segment are compared. A segment with larger number of inside air voxels is considered as the segment with lungs. The seed voxels are randomly selected and region growing is used to obtain the lung locations by having the seed voxels grow to all voxels with CT attenuations less than −100 HU. Then the lungs are removed by changing CT attenuations of lung voxels to −100 HU as shown in Fig. [1](#Fig1){ref-type="fig"} [c](#Fig1){ref-type="fig"}.The last step is to locate the bones. The seed voxels for region growing are placed at voxels with CT attenuations higher than 200 HU in the same slides of lung locations. This placement also includes the locations of rib around the lungs. In order to obtain bone locations, the seed voxels grow to voxels with CT attenuations greater than 200 HU. Then the bones are removed by changing CT attenuations of bone voxels to −100 HU.

The above procedure transforms CT attenuations of the lungs and the bones into the lower bound of ST to facilitate the next step. The following step is to approximate the location of the colon using CT attenuations of air and FTM.

### Colonic lumen detection {#Sec6}

The locations of colonic lumen are detected by merging air and FTM together as shown in Fig. [2](#Fig2){ref-type="fig"}. In order to merge air and FTM, first the locations of air and FTM are identified at the voxels with CT attenuations lower than −600 HU and higher than 200 HU \[[@CR13]\], respectively. The images of air and FTM are then converted to binary images. Next, morphological dilation with spherical structure element of radius equal to 3 is performed to merge air and FTM locations where the thinkness of PV effect layer is three voxels. To reduce computational complexity, all computations are performed only inside the colonic lumen. Fig. 2**a** the original CTC image. **b** the locations of colonic lumen in a CTC image. **c** the locations of colonic lumen which are represented by white pixels in a binary image

### Ambiguous layer detection {#Sec7}

An ambiguous layer is a thin layer between air and FTM which could be either an AT layer or an ATT layer \[[@CR13]\]. In colonic lumen, there are three types of edges; the first type is the edge between air and ST, the second type is the edge between air and FTM, and the last type is the edge between ST and FTM. In order to obtain the edge between air and ST, 26 neighbors of each voxel of the first and the second edge types are used. If there is any FTM voxel in the neighbors of any considered edge voxel, that edge voxel is removed. The remaining voxels are the edge between air and ST. Thus, the ambiguous layers can be obtained by removing the edge between air and ST from the boundary of air in colonic lumen as shown in Fig. [3](#Fig3){ref-type="fig"} [a](#Fig3){ref-type="fig"} and [b](#Fig3){ref-type="fig"} where Fig. [3](#Fig3){ref-type="fig"} [a](#Fig3){ref-type="fig"} shows ambiguous layers in a CTC image while Fig. [3](#Fig3){ref-type="fig"} [b](#Fig3){ref-type="fig"} shows the locations of ambiguous layers in a binary image. Fig. 3**a** a CTC image with the ambiguous layers. The yellow dash circle contains an AT layer and an ATT layer where an AT layer is pointed by the blue arrow while an ATT layer is pointed by the red arrow. **b** the locations of ambiguous layers in a binary image. **c** the locations of AT layers in a CTC image. **d** the locations of AT layers in a binary image. **e** the locations of STT layers in a CTC image. **f** the locations of STT layers in a binary image

### AT layer identification {#Sec8}

In order to identify an AT layer, the CT scanner table must be at the bottom of a CTC image as shown in Fig. [2](#Fig2){ref-type="fig"} [a](#Fig2){ref-type="fig"}. Thus, FTM is now on top of an ATT layer.

Although, the CT scanner table is at the bottom of a CTC image, but an AT layer does not necessary have to be on top of FTM because it could be an ATT layer instead as shown in the yellow dash circle of Fig. [3](#Fig3){ref-type="fig"} [a](#Fig3){ref-type="fig"} and [b](#Fig3){ref-type="fig"}.

In the yellow dash circle, FTM lies against two ambiguous layers. The one pointed by the red arrow is an ATT layer while another one pointed by the blue arrow is an AT layer.

To distinguish an AT layer from an ATT layer, the numbers of connectivities in horizontal and vertical directions from voxels in an ambiguous layer to voxels in FTM are compared using Algorithm 1. Thus, an ATT layer can be eliminated from ambiguous layers as follows: Label FTM regions in a CTC image.Label all ambiguous layers in a CTC image.Compare the numbers of connectivities between horizontal and vertical directions from voxels in the *j* ^*th*^ ambiguous layer to the *i* ^*th*^ FTM in a CTC image by using Algorithm. 1 where *r* and *s* are the minimum and maximum indice of ambiguous layers that lie against the *i* ^*th*^ FTM and *r*≤*j*≤*s*.

To measure the connectivity, the leaping distance of five voxels \[[@CR15], [@CR16]\] is used. For any voxel of the *j* ^*th*^ ambiguous layer, if the neighbor voxels in leaping distance are in the *i* ^*th*^ FTM, the connectivity of that specific direction is counted. The horizontal direction is divided into left and right directions. The vertical direction uses only downward direction. Because an AT layer normally lies on FTM since the CT scanner table is at the bottom of a CTC image.

For the case of an AT layer, the number of connectivities in vertical direction is higher than that in horizontal direction because an AT layer normally lies on the adjacent FTM. For the case of an ATT layer, the number of connectivities in horizontal direction is higher than that in vertical direction because an ATT layer is normally attached to the adjacent FTM along the bend of tagged pool. Thus, if the number of connectivities in horizontal direction is higher than that in vertical direction, the *j* ^*th*^ ambiguous layer must be removed. Finally, the remaining labeled ambiguous layers are AT layers as shown in Fig. [3](#Fig3){ref-type="fig"} [c](#Fig3){ref-type="fig"} and [d](#Fig3){ref-type="fig"}.

### STT layer detection {#Sec9}

An AT layer is the interface between air and FTM, whereas a STT layer is the edge between ST and FTM that also includes an ATT layer. The vicinity of FTM contains both STT layers and AT layers. In order to identify STT layers, all AT layers are removed from the vicinity of FTM and the remainning layers are STT layer as shown in Fig. [3](#Fig3){ref-type="fig"} [e](#Fig3){ref-type="fig"} and [f](#Fig3){ref-type="fig"}.

### Material fraction approximation {#Sec10}

An AT layer is used to find two material fractions from material transition between air and FTM. A STT layer is used to find two material fractions from material transition between ST and FTM. Thus, two material fractions from material transition between two materials can be approximated according to the following description. The transition between two materials \[[@CR15], [@CR16], [@CR20], [@CR34]\] is modeled from the result, *G*, of the convolution between the unit-step function, *u*, and Gaussian, *g*, with standard deviation, *σ*, where $$\documentclass[12pt]{minimal}
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The first derivatives along gradient direction, *I* ~*w*~, and CT attenuations, *I*, are collected from the edge between material of *a* and *b*. The CT attenuation is represented by $$\documentclass[12pt]{minimal}
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and the first derivative along gradient direction is represented by $$\documentclass[12pt]{minimal}
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where *H* ~*ab*~ and *L* ~*ab*~ are the bases of transition in higher and lower sides of an edge between *a* and *b*, respectively. *ω* is the gradient direction and *σ* ~*ω*~ is the scale of Gaussian along *ω* direction.

The first derivative along gradient direction is normalized by the scaled gradient magnitude *σ* ~*ω*~ *I* ~*ω*~ to yeild scale invariance *σ* ~*ω*~ *I* ~*ω*~. The function between *σ* ~*ω*~ *I* ~*ω*~ and *I* is modeled by: $$\documentclass[12pt]{minimal}
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for *x*∈ \[ 0,1\].

The material fractions between materials *a* and *b* are estimated from the relation of {*I*,*θ* *σ* ~*ω*~ *I* *ω*} where *θ* is a factor to make, *θ* *σ* ~*ω*~ *I* ~*ω*~, noise invariance. After {*I*,*θ* *σ* ~*ω*~ *I* ~*ω*~} is obtained, the orthogonal projection is used to find two material fractions of {*I*,*θ* *σ* ~*ω*~ *I* ~*ω*~} onto the closest point {*I* ^′^,*θ* *σ* ~*ω*~ *I* *ω*′} of *arch*(*x*) in Eq. ([8](#Equ8){ref-type=""}). In Fig. [4](#Fig4){ref-type="fig"}, two material fractions *t* ~*a*~ and *t* ~*b*~ from the closest point {*I* ^′^,*θ* *σ* ~*ω*~ *I* *ω*′} at the red circle between *L* ~*ab*~ and *H* ~*ab*~ can be obtained by $$\documentclass[12pt]{minimal}
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Thus, three material fractions of air, ST, and FTM in a voxel can be approximated \[[@CR16]\] by $$\documentclass[12pt]{minimal}
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where *t* ~*air*~, *t* ~*ST*~, *t* ~*TR*~ represent fraction of air, fraction of ST, and fraction of FTM in a voxel, respectively. Then, $\documentclass[12pt]{minimal}
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### GDSD approximation {#Sec11}

GDSD, *f* ~*ωω*~, can be approximated from the convolution result, *f*, between CTC data and Gaussian function with scale *σ*=1 as $$\documentclass[12pt]{minimal}
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The magnitude of GDSD is high at vicinity of an edge and is getting lower when it is further away from an edge. Normally, there are two sides of edge vicinity where CT attenuations of one side are higher than that of the other side. The GDSD is positive on the lower side. This positive side contains ST and AT layers around FTM as shown in Fig. [5](#Fig5){ref-type="fig"} [b](#Fig5){ref-type="fig"}. However, CT attenuations of ST around FTM could be higher than 100 HU \[[@CR30]\] due to PEH effect. Thus, CT attenuations of these voxels must be corrected to be in the ST range. Fig. 5**a** a CTC image. **b** the gradient directional second derivative of CTC image **a**. White line is high positive of GDSD. ST at Vicinity of FTM is in the white line. Black line is high negative of GDSD. FTM is in the black line

The GDSD is integrated into material fraction model of material transition between ST and FTM to take care of PEH effect on ST around FTM as described in the next section.

### GDSD material fraction EC {#Sec12}

CT attenuation, *I*, can be modeled \[[@CR15]\] using the linear combination of two material fractions from material transition between *a* and *b* as follows: $$\documentclass[12pt]{minimal}
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Thus, CT attenuations of voxels in an STT layer around the vicinity of FTM can be calculated using Eq. ([14](#Equ14){ref-type=""}) as follows: $$\documentclass[12pt]{minimal}
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However, there are PEH soft-tissue voxels in the vicinity of FTM whose CT attenuations are higher than their standard range. Thus, only Eq. ([14](#Equ14){ref-type=""}) is not sufficient to solve PEH problem.

CT attenuations of STT layers around FTM are changed by using the proposed integration of GDSD into the linear combination of two material fractions from material transition between ST and FTM as follows: $$\documentclass[12pt]{minimal}
                \usepackage{amsmath}
                \usepackage{wasysym} 
                \usepackage{amsfonts} 
                \usepackage{amssymb} 
                \usepackage{amsbsy}
                \usepackage{mathrsfs}
                \usepackage{upgreek}
                \setlength{\oddsidemargin}{-69pt}
                \begin{document} $$ \begin{aligned} I_{\text{peh}} & = t_{L_{TT}}\cdot L_{TT} \\ &\quad+ t_{H_{TT}}\cdot \left\{f_{{\omega \omega}}\cdot L_{TA} + \left(1-f_{{\omega \omega}}\right)\cdot H_{TA}\right\}, \end{aligned}   $$ \end{document}$$

where *f* ~*ωω*~\>0 and *I*\>100.

For CT attenuations of FTM, AT layers, and artifacts at T-junctions, they are changed by using the linear combination of three material fractions \[[@CR16]\] as follows: $$\documentclass[12pt]{minimal}
                \usepackage{amsmath}
                \usepackage{wasysym} 
                \usepackage{amsfonts} 
                \usepackage{amssymb} 
                \usepackage{amsbsy}
                \usepackage{mathrsfs}
                \usepackage{upgreek}
                \setlength{\oddsidemargin}{-69pt}
                \begin{document} $$ I_{T_{junction}}=t_{air}\cdot L_{TA} + t_{ST}\cdot L_{TT} + t_{TR}\cdot L_{TA}.   $$ \end{document}$$

### Colonic wall enhancement {#Sec13}

In order to smooth colonic wall after applying the proposed EC method, the edges between air and colonic wall that are used to be the edges between FTM and colonic wall are smoothed using Gaussian smooth function with specific scale *σ*=0.5.

Figure [6](#Fig6){ref-type="fig"} shows an example of the final result after applying the proposed EC. The final result shows that the AT layer and artifacts at T-junctions are removed while the ATT layers are preserved. Fig. 6**a** a CTC image. Blue arrows point at AT layers that are removed at the same time as FTM. Red arrows point at ATT layers that are preserved from EC. **b** the final result from our proposed EC method

Clinical evaluation {#Sec14}
-------------------

The clinical evaluation was performed by the abdominal radiologist with clinical experience over 10 years. Three dimensional volume-rendered images of panoramic endoluminal view, called band view \[[@CR16]\], were generated by VitreaCore fX Version 6.5.5036.1 software from Toshiba CT scanner which is currently used at King Chulalongkorn Memorial hospital. The evaluation was performed on 467 of band view images and axial images which were collected from the EC results of the test data set.

Figures [7](#Fig7){ref-type="fig"}, [8](#Fig8){ref-type="fig"}, [9](#Fig9){ref-type="fig"}, [11](#Fig11){ref-type="fig"}, and [12](#Fig12){ref-type="fig"} are some samples of the images where the axial images are shown on the top rows of the figures and the band view images are shown on the bottom rows of the figures. The left columns of the figures display the EC results from *EC* ~*prop*~ while the middle columns of the figures display the EC results from *EC* ~*syngo*~ or *EC* ~*prev*~ \[[@CR16]\] where *EC* ~*syngo*~ is the commercial virtual colonoscopy software, syngo.via Client 3.0 from Siemens CT Scanner which is currently used at King Chulalongkorn Memorial hospital and *EC* ~*prev*~ is the fast three-material modeling EC method \[[@CR16]\], respectively. The middle columns of Figs. [7](#Fig7){ref-type="fig"}, [8](#Fig8){ref-type="fig"}, and [9](#Fig9){ref-type="fig"} are the EC results from *EC* ~*syngo*~, whereas the middle columns of Figs. [11](#Fig11){ref-type="fig"} and [12](#Fig12){ref-type="fig"} are the EC results from *EC* ~*prev*~. The right columns display the axial images and the band view images before applying EC methods. All the axial images use CT attenuations from −200 to 1500 HU as shown in the window on the top right of Fig. [7](#Fig7){ref-type="fig"} [a](#Fig7){ref-type="fig"}, [b](#Fig7){ref-type="fig"}, and [c](#Fig7){ref-type="fig"}. Fig. 7**a** the axial CTC image of the EC result from *EC* ~*prop*~. **b** the axial CTC image of the EC result from *EC* ~*syngo*~. **c** the axial CTC image without applying any EC. **d** the 3-D band view image of **a**. **e** the 3-D band view image of **b**. **f** the 3-D band view image of **c** Fig. 8**a** the axial CTC image of the EC result from *EC* ~*prop*~. **b** the axial CTC image of the EC result from *EC* ~*syngo*~. **c** the axial CTC image without applying any EC. **d** the 3-D band view image of **a**. **e** the 3-D band view image of **b**. **f** the 3-D band view image of **c** Fig. 9**a** the axial CTC image of the EC result from *EC* ~*prop*~. **b** the axial CTC image of the EC result from *EC* ~*syngo*~. **c** the axial CTC image without applying any EC. **d** the 3-D band view image of **a**. **e** the 3-D band view image of **b**. **f** the 3-D band view image of **c**

The clinical evaluation was performed using four grading levels for cleansing quality with five causes of low quality EC \[[@CR15]\]. The grading scheme in cleansing quality evaluation with five causes for low quality EC from Lee et al. \[[@CR15]\] was used with band view images and axial images. The cleansing quality is divided into four grades which are inadequate, moderate, good, and excellent as shown in Table [3](#Tab3){ref-type="table"}. The causes of low quality indicate the reason for grading the cleansing quality as shown in Table [4](#Tab4){ref-type="table"}. For the lowest grade, the inadequate grade indicates incomplete FTM removal. For the rest of cleansing quality grades, they indicate complete FTM removal (100% of cleansing). For incomplete and complete FTM removal, they are differentiated by using the axial images of the EC results. For the excellent grade, it means that no artifact can be found in a result after cleansing. For the moderate and good grades, they are differentiated by cleansing quality. Table 3Grading scheme in cleansing quality evaluationCleansing quality grade1Inadequate0/4670.00%2Moderate135/46728.91%3Good247/46752.89%4Excellent85/46718.20% Table 4Five causes of low quality ECReason of low quality ECArtifacts at T-junction326/46769.81%Inhomogeneous tagging0/4670.00%Collapsed area0/4670.00%Image noise0/4670.00%Incomplete EC0/4670.00%

If the artifacts at T-junctions are reported by the radiologist, we need to measure how much the artifacts at T-junctions still remain. The amount of the remaining artifacts at T-junctions is approximated from the result images of *EC* ~*prop*~ by the radiologist. If the radiologist cannot identify any artifact at T-junctions, it means that *EC* ~*prop*~ is successful. On the other hand, if the radiologist can identify the remaining artifacts in the band view image, the amount of the remaining artifacts at T-junctions is approximated. The amount of the remaining artifact is divided into eight intervals from the experience of the radiologist as shown in Table [7](#Tab7){ref-type="table"}. From these eight intervals, 100% means that the whole artifact is remained while 0% means that the artifact is removed completely.

Furthermore, the comparison on cleansing results with 100% remaining artifacts at T-junction between *EC* ~*prop*~ and *EC* ~*syngo*~ is performed to measure the cleansing quality of these two methods. The preference is divided into three scales as shown in Table [6](#Tab6){ref-type="table"} where scales 1,2 and 3 mean slightly better, better and much better, respectively.

In order to perform the comparison between *EC* ~*prop*~ and *EC* ~*prev*~, the radiologist defined seven scales of preference as shown in Table [7](#Tab7){ref-type="table"} where scales 1, 2, and 3 mean *EC* ~*prop*~ \[[@CR16]\] is slightly better, better, and much better, respectively. In contrast, preference scales −1, −2, and −3 mean *EC* ~*prev*~ is slightly better, better, and much better, respectively. Scale 0 indicates that there is no difference between the two methods.

Statistical analysis {#Sec15}
--------------------

The average grade is used to determine the cleansing quality. For the comparisons between results from *EC* ~*prop*~ and those from the other works, two-tailed paired Wilcoxon signed rank tests were applied. Two-tailed *p*-values of \<0.05 are considered statistically significant.

Results {#Sec16}
=======

Clinical evaluation {#Sec17}
-------------------

Five causes of low quality cleansing were reported from the radiologist. The major cause which can be found in the results of *EC* ~*prop*~ is the artifacts at T-junctions. For the other four causes, there is no report from the radiologist which means that these are the rear causes and are not often found in CTC images of test data.

The average grade of cleansing quality from 467 test images in Table [3](#Tab3){ref-type="table"} is 2.89 out of 4. In this cleansing quality, 18.20*%* of the test images are graded as excellent while Table [4](#Tab4){ref-type="table"} indicates that the most common cause of low quality cleansing is the artifacts at T-junctions which is as high as 69.81*%*.

According to the evaluation results in Table [5](#Tab5){ref-type="table"}, 141 out of 467 or 30.19*%* of the test images are the cases that the artifacts were completely removed and thus the radiologist could not identify any of the remaining artifacts at T-junction in the band view images, whereas the artifacts could be partially removed from 56.75*%* of the test images and the radiologist could still identify the remaining artifacts. Only 13.06*%* of the test images are the cases that none of the artifacts was removed from the test images and the radiologist could identify them all. Sample band view images of the results from *EC* ~*syngo*~ that contain complete artifacts at T-junctions are shown in Figs. [7](#Fig7){ref-type="fig"}, [8](#Fig8){ref-type="fig"}, and [9](#Fig9){ref-type="fig"}. Table 5Amount of the remaining artifacts at T-junctions after applying *EC* ~*prop*~Remaining0%1-10%11-20%21-30%31-40%41-50%51-99%100%Cases141/46741/46730/46743/46716/46745/46790/46761/467Percentage30.19%8.78%6.42%9.21%3.43%9.64%19.27%13.06%

The comparison on the cleansing results with 100% remaining artifacts from 13.06*%* (61/467) of test images reveals that *EC* ~*prop*~ is more preferable with 9.21*%* while *EC* ~*syngo*~ receives only 3.85*%* preferences. The results from Table [6](#Tab6){ref-type="table"} show that most of the *EC* ~*prop*~ results receive slightly better preference much more than those of *EC* ~*syngo*~. The comparison between the results from *EC* ~*prop*~ and those from *EC* ~*syngo*~ shows that the difference is statistically significant (*p*\<0.008).Table 6Comparison on the preference of the cleansing results with 100% remaining artifacts at T-junctions between *EC* ~*prop*~ and *EC* ~*syngo*~123Total*EC* ~*syngo*~142218/61(3.85% of 467)*EC* ~*prop*~383243/61(9.21% of 467)

The magnified regions of interest (ROIs) of the axial images in Figs. [7](#Fig7){ref-type="fig"}, [8](#Fig8){ref-type="fig"}, and [9](#Fig9){ref-type="fig"} are shown at the bottom left. In the first row of Fig. [7](#Fig7){ref-type="fig"}, the radiologist evaluates Fig. [7](#Fig7){ref-type="fig"} [a](#Fig7){ref-type="fig"} and [b](#Fig7){ref-type="fig"} as perfect cleansing. In the second row of Fig. [7](#Fig7){ref-type="fig"}, the blue, red and black arrows point to the artifacts at T-junctions. Without having prior observation in Fig. [7](#Fig7){ref-type="fig"} [c](#Fig7){ref-type="fig"} and [f](#Fig7){ref-type="fig"}, the radiologist cannot identify the remaining artifacts at T-junctions in Fig. [7](#Fig7){ref-type="fig"} [d](#Fig7){ref-type="fig"} while the remaining artifacts at T-junctions in Fig. [7](#Fig7){ref-type="fig"} [e](#Fig7){ref-type="fig"} can be identified.

The magnified ROI in Fig. [8](#Fig8){ref-type="fig"} [b](#Fig8){ref-type="fig"} shows the remaining of an AT layer or PV effect layer in the EC result from *EC* ~*syngo*~ while there is no AT layer or PV effect layer remains in the EC result from *EC* ~*prop*~ as shown in the magnified ROI in Fig. [8](#Fig8){ref-type="fig"} [a](#Fig8){ref-type="fig"}. For the band view images, the blue, red, and black arrows point to the artifacts at T-junctions. The radiologist cannot identify the artifacts at T-junctions in Fig. [8](#Fig8){ref-type="fig"} [d](#Fig8){ref-type="fig"} without having prior observation in Fig. [8](#Fig8){ref-type="fig"} [c](#Fig8){ref-type="fig"} and [f](#Fig8){ref-type="fig"}. However, the EC results from *E* *C* ~*syngo*~ leaves the AT or PV effect layer. Thus, the structure of colonic lumen under the AT layer cannot be seen as shown in Fig. [8](#Fig8){ref-type="fig"} [e](#Fig8){ref-type="fig"}.

The magnified ROI in Fig. [9](#Fig9){ref-type="fig"} [a](#Fig9){ref-type="fig"} shows the remaining of a polyp in the EC result from *E* *C* ~*prop*~ while there is no remaining of a polyp in the EC result from *EC* ~*syngo*~ as shown in the magnified ROI in Fig. [9](#Fig9){ref-type="fig"} [b](#Fig9){ref-type="fig"}. For the band view images, the blue, red and black arrows point to the remaining artifacts at T-junctions and a polyp. In this case, the radiologist can totally identify the remaining artifacts at T-junctions in the EC result from *EC* ~*syngo*~, whereas he cannot identify any artifact in the EC result from *EC* ~*prop*~. Moreover, the blue dash circle in Fig. [9](#Fig9){ref-type="fig"} [e](#Fig9){ref-type="fig"} shows that the polyp is disappeared in the EC result from *EC* ~*syngo*~ while *EC* ~*prop*~ can preserve it as shown in the red dash circle of Fig. [9](#Fig9){ref-type="fig"} [d](#Fig9){ref-type="fig"}. Thus, the radiologist rates *EC* ~*prop*~ much better than EC method from *EC* ~*syngo*~ in this case.

Finally, the degree of fold and polyp preservation is determined by the comparison between the results from *EC* ~*prop*~ and those from *EC* ~*prev*~ \[[@CR16]\]. The comparison results in Table [7](#Tab7){ref-type="table"} indicate that about 70% of the cleansing results are similar while 18% of the cleansing results indicate that *EC* ~*prop*~ is slightly better and 6.21*%* of the cleansing results indicate that *EC* ~*prev*~ is slightly better. Moreover, 4.5*%* of the cleansing results indicate that *EC* ~*prop*~ is better, while only 0.64*%* of the cleansing results indicate that *EC* ~*prev*~ is better. The comparison between the results from *EC* ~*prop*~ and those from *EC* ~*prev*~ \[[@CR16]\] shows that the difference is statistically significant (*p*\<0.001). Table 7Comparison between the results from *E* *C* ~*prop*~ and *E* *C* ~*prev*~ \[[@CR16]\]EC quality comparison between *E* *C* ~*prop*~ and *E* *C* ~*prev*~-3-2-10123\#2/4673/46729/467327/46784/46721/4671/467%0.43%0.64%6.21%70.02%17.99%4.50%0.21%

The clinical evaluation shows the improvement of *EC* ~*prop*~ over *EC* ~*prev*~, and the next subsection will illustrate why *EC* ~*prop*~ performs better than *EC* ~*prev*~.

Visual assessment {#Sec18}
-----------------

Visual assessment shows that the proposed AT layer identification is important because it helps *EC* ~*prop*~ preserve ATT layers from being removed. An ATT layer can be preserved using the existing methods \[[@CR13], [@CR19]\]; however, thin layers \[[@CR19]\] or ATT layers \[[@CR13]\] between air and FTM are the problem that the existing methods \[[@CR15], [@CR16]\] did not take them into consideration.

The *EC* ~*prev*~ \[[@CR16]\] was implemented and was used to compare the results with *EC* ~*prop*~. The EC results from *EC* ~*prev*~ \[[@CR16]\] show that ATT layers are not preserved. The ATT layers are removed after performing *EC* ~*prev*~ as shown in the middle column of Fig. [10](#Fig10){ref-type="fig"} while they remain after performing *EC* ~*prop*~ as shown in the left column of Fig. [10](#Fig10){ref-type="fig"}. For faulty ATT layer removal, the thin soft-tissue layer is disappeared as shown in the axial image of Fig. [11](#Fig11){ref-type="fig"} [b](#Fig11){ref-type="fig"} and it makes a hole at colonic surface as shown in the band view image in Fig. [11](#Fig11){ref-type="fig"} [e](#Fig11){ref-type="fig"}. Fig. 10**a**, **d**, **g** and **j** are the axial CTC images of the EC results from *EC* ~*prop*~. **b**, **e**, **h** and **k** are the axial CTC images of the EC results from *EC* ~*prev*~ \[[@CR16]\]. **c**, **f**, **i** and **l** are the axial CTC images without applying any EC Fig. 11**a** the axial CTC image of the EC result from *EC* ~*prop*~. **b** the axial CTC image of the EC result from *EC* ~*prev*~ \[[@CR16]\]. **c** the axial CTC image without applying any EC. **d** the 3-D band view image of **a**. **e** the 3-D band view image of **b**. **f** the 3-D band view image of **c**

Discussion {#Sec19}
==========

In this paper, we propose the EC method that uses AT layer identification with integration of GDSD and material fraction model to preserve PEH ST voxels where linear combination of three material fractions is used to remove artifacts at T-junctions, AT layers, and FTM. The AT layer identification is used to distinguish AT layers from ambiguous layers. In order to identify AT layers, the CT scanner table must be at the bottom of a CTC image then we can assume that ATT layers are along the bend of the tagged pool while the orientation of AT layers is in horizontal direction. Next, the numbers of connectivities in horizontal and vertical directions from voxels in an ambiguous layer to voxels in FTM are compared in order to distinguish AT layers from ATT layers. The number of connectivities in horizontal direction is measured to the left and to the right of a voxel while the number of connectivities in vertical direction is measured only downward according to our assumption that an AT layer is over FTM and has orientation in horizontal direction. Thus Algorithm 1 preserves any layer whose orientation is in horizontal direction and removes others from ambiguous layers.

After an AT layer is identified, it is used to find two material fractions from material transition between air and FTM. Moreover, an AT layer is also used to obtain an STT layer which is used to find two material fractions from material transition between STT and FTM. Two material fractions from material transition between air and ST can be found from the mean of CT attenuations of air and the mean of CT attenuations of ST. Then, three pairs of two material fractions can be used to approximate three material fraction of a voxel. Next, GDSD is integrated into a linear combination of two material fractions in Eq. ([16](#Equ16){ref-type=""}) which is used to preserve PEH ST voxels in vicinity of FTM.

The linear combination of three material fractions in Eq. ([17](#Equ17){ref-type=""}) is used to remove the artifacts at T-junctions, AT layers, and FTM where the last term *t* ~*TR*~·*L* ~*TA*~ is used to remove the influence from the mean of CT attenuations of FTM.

The cleansing quality of the proposed EC method and the amount of the remaining artifacts at T-junctions were evaluated using the radiologist's opinion. The results show that the number of complete removal of artifacts at T-junction is the highest. Even though, the SA EC method \[[@CR13]\] presented the local roughness response to preserve ATT layers, there is no theoretical support that it handles artifacts at T-junctions. Unfortunately, we did not compare *EC* ~*prop*~ to SA EC because the computational complexity in theory of solving partial differential equations (PDEs) is higher than that of *EC* ~*prev*~. Also, we did not compare the preference between *EC* ~*prop*~ and *EC* ~*syngo*~ because *EC* ~*syngo*~ did not remove AT layers or PV effect layers and could not preserve submerged polyps as shown in Figs. [8](#Fig8){ref-type="fig"} and [9](#Fig9){ref-type="fig"}. We only compared our cleansing results to those of *EC* ~*syngo*~ for the 100% remaining of artifacts at T-junctions. The comparison on the complete remaining of artifacts at T-junction between the results of *EC* ~*prop*~ and those of *EC* ~*syngo*~ using the preference from the radiologist shows statistically significant improvement (*p*\<0.008).

For the ATT layer preservation results, the middle columns of Figs. [10](#Fig10){ref-type="fig"} and [11](#Fig11){ref-type="fig"} show that ATT layers disappeared after using *EC* ~*prev*~, while the left columns show that ATT layers are preseved after using *EC* ~*prop*~. The reason is that the rut-enhancement function \[[@CR13], [@CR15], [@CR16]\] is designed for enhancing submerged rut-like structure such as submerged thin folds but not ATT layers. On the other hand, the proposed AT layer identification can exclude ATT layers from being removed during EC by changing CT attenuations into ST range using Eq. ([16](#Equ16){ref-type=""}). The comparison between the results of *EC* ~*prop*~ and *EC* ~*prev*~ \[[@CR16]\] using the preference from the radiologist also shows statistically significant improvement (*p*\<0.001).

For most of the cases, the radiologist concluded that the EC results from *EC* ~*prop*~ and those from *EC* ~*prev*~ are about the same. Figure [12](#Fig12){ref-type="fig"} shows the band view images where the red, yellow, and black arrows point at the artifacts at T-junctions but the radiologist cannot identify the remaining artifacts at T-junctions after performing EC in both Fig. [12](#Fig12){ref-type="fig"} [d](#Fig12){ref-type="fig"} and [e](#Fig12){ref-type="fig"} without having prior observation from Fig. [12](#Fig12){ref-type="fig"} [c](#Fig12){ref-type="fig"} and [f](#Fig12){ref-type="fig"}.

For polyp detection in 10 cases (20 scans) from King Chulalongkorn Memorial hospital, there are 17 polyps which can be divided into two groups: a group of 12 polyps with size ≥6 mm and a group of five polyps with size ≥10 mm, respectively. For partially or completely submerged polyps in FTM, there are nine polyps with size ≥6 mm and three polyps with size ≥10 mm, respectively. All of them are visible in *EC* ~*prop*~ and *EC* ~*prev*~ where they could hardly be found in 3-D band view images before applying EC methods. Thus, the sensitivity for polyp detection after EC is as high as 100% (17/17) for both *EC* ~*prop*~ and *EC* ~*prev*~. Fig. 12**a** the axial CTC image of the EC result from *EC* ~*prop*~. **b** the axial CTC image of the EC result from *EC* ~*prev*~ \[[@CR16]\]. **c** the axial CTC image without applying any EC. **d** the 3-D band view image of **a**. **e** the 3-D band view image of **b**. **f** the 3-D band view image of **c**

The time complexity of *EC* ~*prev*~ is *O*(log*N*) for both linear combination of triple arch projections of three-material modeling and two-material transition projection. For complexity of *EC* ~*prop*~, the proposed lung and bone removal, AT layer identification and GDSD approximation consume *O*(*N*) where the rest of *EC* ~*prop*~ takes as much time as *EC* ~*prev*~. The structural analysis (SA) EC method \[[@CR13]\] uses the level set method as the core of segmentation part. It has been pointed out by Adalsteinsson et al. \[[@CR38]\] that the computational complexity of level set for the three space dimensions is *O*(*N* ^3^) per time step. Thus, the time complexity of *EC* ~*prop*~ is in between *EC* ~*prev*~ and the structural analysis (SA) EC method \[[@CR13]\]. Time complexity is approximately three minutes per scan of a patient when it is executed in OS X EL Capitan version 10.11.16 with processor 2.7 GHz intel Core i5 and memory 8 GB of MacBook Pro.

Conclusion {#Sec20}
==========

We propose the EC in CTC images using AT layer identification with integration of gradient directional second derivative and material fraction model. The proposed EC method can identify and distinguish AT layers from ATT layers using the proposed AT layer identification. The integration of the gradient directional second derivative into linear combination of two material fractions of material transition between ST and FTM is proposed in order to preserve submerged PEH ST voxels in FTM, while ATT layers can also be preserved. The artifacts at T-junctions, FTM, and AT layers can be removed successfully by using linear combination of three material fractions. To confirm the efficiency of the proposed EC method, the clinical evaluation was performed by the radiologist and the average grade of cleansing quality is 2.89 out of 4. The proposed EC method was compared to the syngo.via commercial software from Siemens CT scanner and the fast three-material fraction model. The comparison results show that the radiologist prefers the proposed EC method over the syngo.via commercial software and the fast three-material model with statistical significance.
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:   Air-tissue-tagging or thin soft tissue between air and fecal-tagging material

CT

:   Computed tomography

CTC

:   Computed tomography colonography

EC

:   Electronic cleansing

*EC*~*prev*~

:   The fast three-material modeling EC method

*EC*~*prop*~

:   The proposed EC method

*EC*~*syngo*~
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